Prepare reagents

Make a 10X rhAmp Primer Pool
If you have pooled and ready-to-use rhAmp primers, begin the protocol at Make a 10X rhAmp Primer Pool section. If you have individually plated (dried down) rhAmp primers, begin by resuspending the primers, as described here.

1. Use the following formula to determine the amount of IDTE, pH 7.5 needed to resuspend each to a final concentration of 50 μM (0.05 nmol/μL):
   \[
   \text{Amount of IDTE, pH 7.5} = \frac{\text{nmol of rhAmp primer}}{0.05 \text{ nmol/μL}}
   \]
   For example:
   \[
   \text{Amount of IDTE, pH 7.5} = \frac{0.4 \text{ nmol of rhAmp primer}}{0.05 \text{ nmol/μL}} = 8 \text{ μL}
   \]
   \textbf{Important!} Use IDTE, pH 7.5 (10 mM Tris; 0.1 mM EDTA, pH 7.5), or equivalent. Do not resuspend in water or TE buffer.
2. Centrifuge all rhAmp primer plates before resuspension.
3. Resuspend each rhAmp primer to 50 μM using the volume of IDTE (pH 7.5) determined in Step 1.
4. Seal the plates, vortex to fully resuspend, then briefly centrifuge.
5. Combine equal volumes of each individual 50 μM stock rhAmp primer to create stock forward or reverse primer pools.
   \textbf{Note:} Forward primers are combined to make a forward rhAmp Primer Pool, and reverse primers are combined to make a reverse rhAmp Primer Pool.
   \textbf{Important!} Do not combine forward and reverse rhAmp primers until you are ready to perform the Targeted rhAmp PCR 1.
6. Create a 10X rhAmp Primer Pool for your rhAmpSeq assay. Use this table to determine the appropriate 10X concentration based on the plexity of your primer pool.

<table>
<thead>
<tr>
<th>Panel size</th>
<th>10X rhAmp primer concentration</th>
<th>Calculate 10X rhAmp Primer Pool working concentration</th>
</tr>
</thead>
<tbody>
<tr>
<td>≥500-plex</td>
<td>50 μM (total)</td>
<td>50 μM (FWD and REV pool)</td>
</tr>
<tr>
<td>101-plex &lt; X &lt; 499 plex</td>
<td>100 nM (each primer)</td>
<td>100 nM × # of primers (FWD or REV pool)</td>
</tr>
<tr>
<td>≤100-plex</td>
<td>250 nM (each primer)</td>
<td>250 nM × # of primers (FWD or REV pool)</td>
</tr>
</tbody>
</table>
7. If necessary, dilute the 50 μM forward or reverse rhAmp Primer Pool to the appropriate 10X working concentration using IDTE, pH 7.5.
   \textbf{Important!} If the rhAmp Primer Pool needs to be diluted, use IDTE, pH 7.5 (10 mM Tris; 0.1 mM EDTA, pH 7.5), or equivalent.
8. Store the stock rhAmp primer plates and forward and reverse rhAmp Primer Pools at –20°C.
   \textbf{Note:} Do not combine forward and reverse rhAmp primers for long-term storage.

Prepare the rhAmpSeq Index Primers
rhAmpSeq Index Primers (i5 or i7) are supplied as individual dried down primers (6 nmol) and need to be resuspended.

1. Resuspend the rhAmpSeq Index Primer to 100 μM by adding 60 μL of IDTE, pH 8.0. Vortex to resuspend, then centrifuge.
   \textbf{Important!} Use IDTE, pH 8.0 (10 mM Tris; 0.1 mM EDTA, pH 8.0), or equivalent. Do not resuspend in water or TE buffer.
2. Dilute rhAmpSeq Index Primer to 5 μM using IDTE, pH 8.0.
4. Store the dilutions at –20°C.
Perform Targeted rhAmp PCR 1

Set up Targeted rhAmp PCR 1

1. Completely thaw rhAmpSeq forward and reverse pools and 4X rhAmpSeq Library Mix 1 to room temperature (15–20°C). Also, bring AMPure XP beads to room temperature.

   **Note:** This protocol demonstrates using 96-well PCR plates; however, strip tubes can be used instead.

2. After thawing, briefly vortex the following reagents, then centrifuge:
   - 10X rhAmp PCR Panel—Forward Pool
   - 10X rhAmp PCR Panel—Reverse Pool
   - 4X rhAmpSeq Library Mix 1

3. Dilute gDNA to 0.91 ng/μL – 9.1 ng/μL using IDTE, pH 8.0.

4. Add 11 μL of diluted gDNA to each reaction well in a 96-well plate (10–100 ng total input).

   **Tip:** For quantification of DNA, use a Qubit dsDNA Quantitation Assay Kit, or equivalent.

   **Important!** Not all DNA quantitation methods produce equivalent results.

5. Include the following in each reaction well:

<table>
<thead>
<tr>
<th>Reagent</th>
<th>Volume per reaction</th>
</tr>
</thead>
<tbody>
<tr>
<td>4X rhAmpSeq Library Mix 1</td>
<td>5 μL</td>
</tr>
<tr>
<td>10X rhAmp PCR Panel—Forward Pool</td>
<td>2 μL</td>
</tr>
<tr>
<td>10X rhAmp PCR Panel—Reverse Pool</td>
<td>2 μL</td>
</tr>
<tr>
<td>Diluted gDNA sample (from step 4)</td>
<td>11 μL</td>
</tr>
<tr>
<td><strong>Total volume</strong></td>
<td><strong>20 μL</strong></td>
</tr>
</tbody>
</table>

6. Seal the targeted rhAmp PCR 1 plate, then briefly vortex and centrifuge.

Run the Targeted rhAmp PCR 1 program

1. Place the Targeted rhAmp PCR 1 plate in a thermal cycler and run the Targeted rhAmp PCR 1 thermal cycler program as described, with a heated lid set to 105°C:

   **Targeted rhAmp PCR 1 program**
<table>
<thead>
<tr>
<th>Step</th>
<th>Cycle</th>
<th>Temperature (°C)</th>
<th>Duration</th>
</tr>
</thead>
<tbody>
<tr>
<td>Activate enzyme</td>
<td>1</td>
<td>95</td>
<td>10 min</td>
</tr>
<tr>
<td>Amplify</td>
<td>10</td>
<td>95</td>
<td>15 sec</td>
</tr>
<tr>
<td>Hold</td>
<td>1</td>
<td>99.5</td>
<td>15 min</td>
</tr>
<tr>
<td>Deactivate enzyme</td>
<td>1</td>
<td>4</td>
<td>∞</td>
</tr>
</tbody>
</table>

2. Remove the targeted rhAmp PCR 1 plate from the thermal cycler when the program completes and proceed immediately to Clean up the rhAmp PCR 1 product.

Clean up the rhAmp PCR 1 product

Purify amplicons from PCR 1

1. With the Agencourt AMPure XP beads at room temperature, vortex thoroughly before use.

2. Prepare an 80% ethanol solution by combining 1 part molecular-grade water and 4 parts molecular-grade ethanol (200 proof).

   **Important!** Use fresh 80% ethanol to avoid a loss in assay performance.

3. Add 30 μL of beads into each PCR 1 well and pipet up and down to mix.

4. Incubate for 10 minutes at room temperature.

5. Collect the beads on a magnetic plate for 5 minutes, or until the solution is clear.

6. With the plate on the magnet, do the following:
   a) Aspirate and discard the supernatant.
   b) Add 200 μL of 80% ethanol to each well, then incubate at room temperature for 1 minute.
   c) Aspirate and discard the supernatant.
   d) Perform a second 80% ethanol wash (repeat Step 6 b–c).
   e) Use a fresh pipette tip to remove all traces of ethanol without disturbing the beads.
   f) Allow the beads to dry for 3 minutes at room temperature.
Run the PCR 2 program

1. Place the indexing PCR 2 plate in a thermal cycler and run the Indexing PCR 2 thermal cycler program as described, with a heated lid set to 105°C:

<table>
<thead>
<tr>
<th>Step</th>
<th>Cycle</th>
<th>Temperature (°C)</th>
<th>Duration</th>
</tr>
</thead>
<tbody>
<tr>
<td>Activate enzyme</td>
<td>1</td>
<td>95</td>
<td>3 min</td>
</tr>
<tr>
<td>Amplify</td>
<td>18</td>
<td>95</td>
<td>15 sec</td>
</tr>
<tr>
<td></td>
<td></td>
<td>60</td>
<td>30 sec</td>
</tr>
<tr>
<td></td>
<td></td>
<td>72</td>
<td>30 sec</td>
</tr>
<tr>
<td>Final extension</td>
<td>1</td>
<td>72</td>
<td>1 min</td>
</tr>
<tr>
<td>Hold</td>
<td>1</td>
<td>4</td>
<td>∞</td>
</tr>
</tbody>
</table>

2. Remove the Indexing PCR 2 plate from the thermal cycler after the program completes and proceed immediately to Clean up library.

Clean up library

Purify the rhAmpSeq library

1. With the Agencourt AMPure XP beads at room temperature, vortex thoroughly before use.
2. Prepare an 80% ethanol solution by combining 1 part molecular-grade water and 4 parts molecular-grade ethanol (200 proof).

Important! Use fresh 80% ethanol to avoid loss in assay performance.

3. Add 20 μL of beads into each PCR 2 well, then pipet up and down to mix.
4. Incubate for 10 minutes at room temperature.
5. Place plate on a magnetic plate for 5 minutes, or until the solution is clear.
6. With the plate on the magnet, do the following
   a) Aspirate and discard the supernatant.
   b) Add 200 μL of 80% ethanol to each well, then incubate at room temperature for 1 minute.
   c) Aspirate and discard the supernatant.
   d) Perform a second 80% ethanol wash (repeat Steps 6 b–c).
   e) Use a fresh pipette tip to remove all traces of ethanol without disturbing the beads.
   f) Allow the beads to dry for 3 minutes at room temperature.

Perform Indexing PCR 2

Set up Indexing PCR 2

Use room temperature 4X rhAmpSeq Library Mix 2 and Index Primers i5 and i7 for this section. Keep the Agencourt AMPure XP beads at room temperature in preparation for a second clean up step.

Note: Use a different combination of i5 and i7 index primers for each sample that is combined in a multiplex sequencing run.

1. Briefly vortex, then centrifuge the 4X rhAmpSeq Library Mix 2 and Index Primers i5 and i7.
2. Prepare Indexing PCR 2 in the 96-well plate containing PCR 1 sample elution (made during Step 11 in Clean up the PCR 1 product), by including the following in each reaction well:

<table>
<thead>
<tr>
<th>Reagent</th>
<th>Volume per reaction</th>
</tr>
</thead>
<tbody>
<tr>
<td>4X rhAmpSeq Library Mix 2</td>
<td>5 μL</td>
</tr>
<tr>
<td>Indexing PCR Primer i5 (5 μM)</td>
<td>2 μL</td>
</tr>
<tr>
<td>Indexing PCR Primer i7 (5 μM)</td>
<td>2 μL</td>
</tr>
<tr>
<td>rhAmpSeq PCR 1 elution (from step 11)</td>
<td>11 μL</td>
</tr>
<tr>
<td>Total volume</td>
<td>20 μL</td>
</tr>
</tbody>
</table>

3. Seal the Indexing PCR 2 plate, then briefly vortex and centrifuge.
7. Remove the PCR plate from the magnet.
8. Add 22 μL of IDTE, pH 8.0 to each well, seal the plate, and thoroughly vortex to fully resuspend the beads. Briefly centrifuge the plate.
9. Incubate for 3 minutes at room temperature to elute sample from beads.
10. Place the PCR 2 plate on the magnet for 3 minutes, or until the solution is clear.
11. Keeping the PCR 2 plate on the magnet, transfer 20 μL of each sample elution into a new PCR plate well, ensuring no beads are carried over.
12. Proceed to quantify, normalize, and pool your rhAmpSeq libraries following the sequencing instructions from your specific Illumina platform.
13. Store the rhAmpSeq library at ~20°C for up to 3 weeks.

Integrated DNA Technologies, Inc. (IDT) is your Advocate for the Genomics Age. For more than 30 years, IDT’s innovative tools and solutions for genomics applications have been driving advances that inspire scientists to dream big and achieve their next breakthroughs. IDT develops, manufactures, and markets nucleic acid products that support the life sciences industry in the areas of academic and commercial research, agriculture, medical diagnostics, and pharmaceutical development. We have a global reach with personalized customer service. See what more we can do for you at www.idtdna.com.

Technical support:
applicationsupport@idtdna.com

For Research Use Only.
© 2019 Integrated DNA Technologies, Inc. All rights reserved. rhAmp is a trademark of Integrated DNA Technologies, Inc., and registered in the USA. rhAmpSeq is a trademark of Integrated DNA Technologies, Inc. All other marks are the property of their respective owners. For specific trademark and licensing information, see www.idtdna.com/trademarks. NGS-10124-QR 10/2019